Introduction
Urinary incontinence (UI), defined as the involuntary leakage of urine, is a universal medical problem that may significantly impact an individual's quality of life. 1 7 needle-assisted bladder neck suspension, 8 and colposuspension) is the ultimate treatment for SUI. 6 In 1995, Ulmsten et al 9 invented the tension-free vaginal tape procedure (TVT), which has become the gold standard for the surgical treatment of SUI, by utilizing a suburethral retropubic sling made out of mesh. All of the surgical procedures have similar reported treatment outcomes; however, the tension-free suburethral sling placement has been shown to be simpler, less costly, and shorter in duration than the other procedures. 6 Surgery offers a long-term solution for SUI by restoring the normal urethral support and urethral closure pressure to maintain continence during intra-abdominal pressure increases. 3 The tension-free suburethral sling operations vary by the placement of the sling arms towards either the retropubic or the transobturator space and by the sling material used. The two main types of suburethral tapes are the TVT and the transobturator tape (TOT). 10 Both sling types are placed suburethrally and, with respect to the urethra, distally, midurethrally, or proximally. During the TVT procedure, the sling is placed through the retropubic space by using small suprapubic and vaginal incisions. 10 Shortly after the acceptance of the TVT, other approaches were developed in order to decrease some of the complications, such as bladder perforation and vascular injury, that were related to needles passing through the retropubic space. 10 One of the more recent procedures includes the TOT, in which the sling is placed toward the obturator foramen lateral to the inferior pubic ramus; this procedure has been shown to have a lower risk of bladder and vascular injury but is associated with more groin pain. 10 Additional procedures, including the mini-and single-incision slings, still need to be assessed in comparative clinical trials. 6 Despite the additional techniques now available, the retropubic tension-free suburethral sling procedure continues to be widely used today, and it is considered the preferred first-line of treatment for SUI in women. 6 Ethicon, a subsidiary of Johnson & Johnson, was the first manufacturer to produce a retropubic surgical sling kit, named the Gynecare TVT (Sommerville, NJ, USA). The kit includes a synthetic mesh sling in a plastic sheath and two introducer needles with handles. Other manufacturers have created their own variations of the retropubic sling system (see Table 1 for eight currently available brands). Although each manufacturer has created its own kit, the products and the surgical procedure used to insert them vary only slightly, and it may be difficult for surgeons to choose one brand over another.
As previously stated, suburethral sling procedures differ with regard to the type and structure of the implant as well as the length and composition of the handle for advancing the introducer needles. Mesh material is classified into four different categories: 11 1. Type I consists of macroporous mesh (eg, Prolene). The pore size is 75 μm and hence allows infiltration by macrophages, fibroblasts, blood vessels in angiogenesis, and collagen fibers. 2. Type II consists of microporous mesh (eg, Gore-Tex) and has a smaller pore size of 10 μm. 3. Type III consists of a macroporous patch with multifilaments or a microporous component (eg, woven Dacron, polypropylene). 4. Type IV consists of submicronic pores (eg, Silastic, dura mater substitute).
Most of the commercially available tension-free suburethral slings use Type I mesh. 12 Researchers suggest that the type of mesh used for slings may impact treatment outcomes and complications. 13 Lowdensity monofilament polypropylene meshes are desirable because they are less susceptible to degradation and hence reduce adverse effects such as infection and inflammation. 14 Each type of mesh interacts differently with the immune system and provides a unique local tissue response. 15 The biomechanical properties of many existing slings have not been defined. Of the slings that have been examined in the literature, the Gynecare TVT, SPARC (American Medical Systems, Inc., Minnetonka, MN, USA), and Advantage (Boston Scientific, Marlborough, MA, USA) are made of monofilament polypropylene. However, the slings vary with regard to the knitting pattern and pore size. 13 A comparison of the slings revealed that the Gynecare TVT uses a Type I monofilament, macroporous mesh that has been shown to have a unique tensile behavior of low stiffness and easy elongation, a combination which appears to reduce postoperative complications. 13 The SPARC and the Advantage have similar textile properties, but are slightly inferior in terms of the stretch and durability of the material. Further research is needed to examine textile properties of the mesh material in other currently used retropubic slings, such as the Align (Bard Medical, Covington, GA, USA), the Lynx (Boston Scientific, Marlborough, MA, USA), and the Desara (Caldera Medical, Inc., Agoura Hills, CA, USA).
To the best of the authors' knowledge, no review article has offered a synthesis of comparative studies featuring the presently available retropubic sling systems. Therefore, this review describes the different sling kits currently 25 Deval et al 45 Dietz et al 24 Heidler et al 47 Hodroff et al 49 Kobashi and Govier 50 Lord et al 26 Paick et al 28 Primus 48 Siddiqui et al 46 Tseng 59 
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Method Procedure
A general web search using the term 'retropubic sling systems' was conducted to identify sling kits that were currently being manufactured or no longer produced. The websites of different manufacturers were examined in order to obtain specific product names and descriptions. After the sling systems were identified, a literature search of peer-reviewed articles in PubMed, Google Scholar, and the Cochrane Library was performed by using these key words: 'TVT sling systems,' 'TVT sling comparison,' 'retropubic sling comparison,' 'retropubic sling systems' and NOT 'transobturator,' 'suburethral sling and MAUDE database.' The names of the following sling kits were also searched in the previously referenced databases: American Medical Systems SPARC, American Medical Systems RetroArc Retropubic Sling System, Bard Align, Bard Pelvilace, Bard Uretex, Boston Scientific Advantage, Boston Scientific Lynx, Boston Scientific ProtoGen, Caldera Desara Sling System, Coloplast Supris, Gynecare TVT, Gynecare TVT Secur, Gynecare Prolift, Gynecare Prosisma, and Mentor ObTape. The search was limited to studies in English that were published between the period after January 1995 and the time of this writing. Secondary references listed in the original citations revealed additional studies to be used in this review. In addition, the US Food and Drug Administration (FDA) Manufacturer and User Facility Device Experience Database (MAUDE) was used to identify potential adverse events associated with each sling kit. The FDA's 510(k) Database was used to search for required premarketing submissions made to the FDA to demonstrate that a proposed device to be marketed is as safe and effective as a legally marketed device.
Participants
Participants of interest were women in a medical setting who were seeking surgical relief for SUI.
Outcomes
The primary outcomes of interest were as follows: 1) public acceptability of the tension-free retropubic sling procedure to treat SUI; 2) tension-free retropubic sling kits most frequently being used in practice today; 3) measures of safety of the different sling kits used in practice, namely adverse effects and complications such as persistent or worsening SUI, development of urinary tract infection, de novo overactive bladder symptoms, lower urinary tract symptoms, retention, sling erosion and extrusion, bladder perforation, urinary retention, bleeding, pelvic pain, and dyspareunia; and 4) positive subjective and objective treatment outcomes, such as relief from SUI and patient satisfaction.
Measures
In comparison studies of different sling kits, treatment outcomes were measured using the following assessment instruments: 1) the Incontinence Impact Questionnaire (IIQ), which assesses the impact of UI on activities and emotions in women; 16 2) the Urogenital Distress Inventory, which complements the IIQ and measures the severity of symptom distress of UI on daily life; 16 and 3) the Patient Global Impression of Improvement, a measure of overall improvement of UI symptoms. 17 In addition to the IIQ, the Urogenital Distress Inventory, and the Patient Global Impression of Improvement , researchers also performed stress provocation tests, pad tests, gynecological examinations, and urodynamic investigations in order to evaluate the postoperative effects of the retropubic sling procedure. Subjective outcomes were determined by patient self-report responses to one of the validated questionnaires or instruments listed previously. Objective outcomes were determined by a negative cough or pad test. 18 
Results
In the scientific, peer-reviewed literature excluding the consumer-reported negative side effects in the MAUDE database, there are a total of 38 studies that have examined side effects, outcomes, and patient acceptability of eight tension-free retropubic sling kits. Table 1 contains currently available sling kits. The studies include a total of 7,083 women who sought treatment for SUI between 1995 and 2014. On October 20, 2008 , the FDA issued a Public Health Notification regarding the complications associated with surgical mesh being used to treat SUI. 19 The FDA Notification was based on numerous patient reports of adverse events that were associated with surgical mesh; these include vaginal extrusion, erosion, infection, pain, dyspareunia, lower 
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Transvaginal retropubic sling systems urinary tract symptoms, recurrence of incontinence, urinary retention, and blood vessel injury. 19 Some of the side effects resulted in a significant decrease in a patient's quality of life. 19 The FDA reported that risk factors for patients who are more susceptible to complications are unknown but may include the health of the patient, the condition of the vaginal epithelium, previous vaginal surgeries, the mesh material and shape, the surgical technique used, and the accompanying procedures performed. In response to the FDA's report, several sling kit manufacturers withdrew their sling kits from the market. Table 2 lists discontinued sling kits. Because transvaginal retropubic suburethral sling procedures remain a common treatment of SUI, many manufacturers continue to produce sling kits. A description of outcomes for each kit is provided in the next section. A summary of the most commonly cited adverse effects associated with each sling kit is provided in Table 3 . The literature review revealed only three sling kits in which treatment outcomes were evaluated. Objective and subjective treatment outcomes were measured in the Gynecare TVT, the SPARC, and the Lynx. The results are reported in Table 4 .
Gynecare TvT
The Gynecare TVT sling kit was examined in the majority of studies and was also reported in 2007 as being the most widely used retropubic sling system. 20 There are 20 reports on the Gynecare TVT alone and nine reports comparing the Gynecare TVT to other slings, including the Align, 21 the Advantage, 22 the Lynx, 23 and the SPARC. [24] [25] [26] [27] [28] Results indicated that 8 (0.2%) to 131 (3%) of 437 women experienced the following side effects immediately resulting from surgery using the Gynecare TVT: bladder perforation (number of patients [n]=10), hematoma (n=2), urinary tract infection (n=9), urinary retention (n=10), de novo overactive bladder symptoms (n=14), voiding dysfunction (n=10), sling erosion (n=7), groin pain (n=2), wound infection (n=3), mixed incontinence (n=1), and worsening urge incontinence (n=1). 29 In addition, 12.8% of participants (n=24) reported a positive cough stress test. In another study, 6% of patients (n=24) suffered from bladder perforation, 4% (n=18) from postoperative voiding difficulties, and 0.5% (n=2) from retropubic bleeding that required surgery. 30 A large scale study of 2,795 women revealed immediate complications that consisted of urinary tract infections in a large percentage of the women (17%, n=475) . 31 Other side effects reported in this study include bladder perforation (n=75) and hematoma (n=19). 31 Urinary tract infection, bladder perforation, and hematoma were also symptoms reported in 4.1%, 3.8%, and 2.3% of patients, respectively, in a study of 1,455 women; these appear to be the three most commonly reported symptoms for the TVT procedure. 32 Medium-term reported outcomes of the Gynecare TVT affected approximately 1% to 8.3% of 321 women, and these effects included postoperative voiding difficulties (n=8), vaginal erosion (n=4), subjective persistent mild SUI (n=16), asymptomatic sphincteric incontinence (n=17), asymptomatic pelvic organ prolapse (n=6), recurrent urinary tract infections (n=6), and de novo urge incontinence (n=25). 33, 34 A study of long-term effects in 271 women revealed that nine women reported having a failed operation, five women reported no change after surgery, and two women reported that symptoms worsened after surgery. [35] [36] [37] [38] In an additional study of 598 women, 17 (2.8%) women underwent a sling release in which the sling was removed because of subjective reported symptoms and the surgeon's concerns. 39 Another study revealed that 2.4% (n=68) women required reoperation because of complications related to the TVT operation. 31 Additional studies and side effects are listed in Table 3 .
Despite the numerous reported negative symptoms, the Gynecare TVT had positive treatment outcomes for the majority of patients. Results of two long-term studies show that of a total of 84 women, between 85% and 87% of the patients were cured by the 3 year follow-up, and between 89% and 98% of patients improved significantly. 36, 40 Further, objective cure rates ranged from 81.3% to 91.3%, and subjective ones ranged from 77% to 92%; the average rates were 86.2% for objective cures and 86.5% for subjective cures (n=1,578). 30, 34, 35, 37, 38, [41] [42] [43] [44] 
SPARC
There are six studies in the literature on the SPARC alone and five that compare the SPARC to the Gynecare TVT. [24] [25] [26] [27] [28] [45] [46] [47] [48] [49] [50] In 35 of 390 women (9.0%), the reported side effects associated with the SPARC sling kit included the following: bladder 
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Moldovan et al perforation (n=1), vaginal erosion (n=1), hematoma (n=5), urinary retention (n=11), and de novo overactive bladder symptoms and urgency symptoms (n=17). [45] [46] [47] 50 However, these symptoms occurred in less than 12% of cases, and more severe symptoms, such as vaginal erosion or bladder perforation, occurred in 1% of cases or less.
Treatment outcomes of the SPARC were generally positive. Objective and subjective cure rates ranged from 76% to 90.4% (n=216) and 52% to 75% (n=176), respectively, with an average of 83.6% for the objective cure rate and 66.4% for the subjective cure rate (n=253). 45, 47, 48 Studies revealed that, on average, 90.9% (n=491) of patients would recommend the SPARC to a friend.
47-49
Advantage
There are two studies on the Advantage alone and one report in which the Advantage and the Gynecare TVT are compared. 22, 51, 52 Studies indicate that 3% to 7% of users of the Advantage have experienced persistent SUI (n=5), de novo overactive bladder symptoms (n=2), or SUI during urodynamic testing (n=2). 51, 52 Currently, there are no existing data on positive treatment outcomes or patient satisfaction ratings for the Advantage.
Lynx
To date, there is only one study in which the Lynx has been examined alone, and another study in which the Lynx has been compared to the Gynecare TVT. 23, 53 Reported side effects of the Lynx included vaginal extrusion (n=5) and de novo overactive bladder symptoms and urge incontinence symptoms (n=6) that were experienced by less than 6% of 103 patients. 53 The reported failure rate associated with the Lynx was 9.8% (n=10). 53 Despite the negative side effects and failure rate, the reported success rate for the Lynx was 90.2% (n=92). 53 RetroArc Retropubic Sling System, Desara, and Coloplast Supris
There are no existing studies in which the RetroArc Retropubic Sling System, the Desara, and the Supris (Coloplast, Minneapolis, MN, USA) sling kits have been examined. However, the RetroArc used the American Medical Systems sling that had been tested in previous studies.
24-28,45-50
Comparison studies
Comparison studies revealed that there are few significant differences between the Gynecare TVT and its competitors. 
21-28
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Transvaginal retropubic sling systems When compared to the Align, the Gynecare TVT was not significantly different regarding urethrolysis in order to treat obstructive voiding symptoms. 21 When comparing the Gynecare TVT to the Advantage, researchers found no significant differences in side effects such as bladder injury, voiding difficulty, and de novo urgency. 22 In terms of outcomes, the same study also revealed no differences in persistent subjective SUI between the Gynecare TVT and the Advantage. The study comparing the Gynecare TVT to the Lynx revealed that postoperative voiding dysfunction was more common in the Gynecare TVT (P0.001). 23 However, there was no difference between the subjective cure rates of the two sling kits.
In several studies, researchers examined the Gynecare TVT sling kit in comparison to the SPARC. Results of one study revealed that symptoms of weak urinary stream, one of nine lower urinary tract symptoms, was more closely associated with the Gynecare TVT than with the SPARC (P0.01). 24 However, there was no significant difference between the two systems for the remaining eight lower urinary tract symptoms. Another comparison study revealed that users of the SPARC were more likely to experience acute urinary retention than the users of the Gynecare TVT (P0.01). 26 Additionally, researchers of the same study found that the Gynecare TVT had a higher subjective cure rate than did the SPARC (P0.01). In the remainder of the comparison studies, no differences were found between the Gynecare TVT and the SPARC for objective and subjective cure rates, postoperative complications, or postoperative incontinence. 25, 27, 28 In summary, a review of comparison studies revealed that the Gynecare TVT does not differ greatly from the Align, Advantage, Lynx, and SPARC in terms of treatment outcomes or side effects.
In conclusion, there are insufficient data to determine which sling kit has better treatment outcomes compared to others. Statistical analyses to compare kits were not possible due to a lack of data on several kits, differential measures of outcomes, and disproportionate sample sizes in the studies examining the different kits. However, the most commonly researched sling kits are the Gynecare TVT and SPARC systems. Although side effects slightly vary with each kit, the Gynecare TVT and the SPARC have similar textile properties, low risks of side effects, positive treatment outcomes, and high patient acceptability.
Discussion
The aims of the current review were to examine patient and physician acceptability of the retropubic sling procedure as Notes: *Objective outcomes were determined by a negative cough, stress test in standing position, or pad test. Subjective outcomes were determined by patient selfreported responses to a validated questionnaire such as the Incontinence Impact Questionnaire, the Urogenital Distress Inventory, or the Patient Global Impression of Improvement. **Criteria for a failed operation vary by study, but they include slight or no improvement in SUI symptoms and low patient satisfaction. Nilsson et al 34 and Tsivian et al 43 list a different number of participants (N T ) because original studies began with 90 and 55 women respectively; however, at follow up, not all women could be reached so the number of participants that were able to report was reduced. Abbreviations: N T , total number of patients in study; N, number of patients; SUI, stress urinary incontinence.
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Moldovan et al a treatment for SUI and to investigate the currently available retropubic sling kits in order to determine which sling kit may be the most efficient and provides the best treatment outcomes. Although there are many companies manufacturing retropubic sling kits, there are eight sling kits considered dominant in the market today: SPARC, RetroArc, Align, Advantage, Lynx, Desara, Supris, and Gynecare TVT.
A general web search and a search of the FDA MAUDE database revealed four sling kits that have been discontinued: Avaulta Plus, Uretex, Pelvilace, and ProteGen. Table 2 contains information regarding the year that the slings were discontinued as well as the number of reports filed in the MAUDE database for each sling. It is important to note that researchers found a large discrepancy between complications listed in MAUDE, a public database for reporting device failure, and the published literature, which is reported by researchers, for instance, on surgical complications. 54 The MAUDE database has an estimated four times as many reported complications than does the literature. 54 Researchers hypothesize that surgeons may be underreporting complications because of experience, referral patterns, and a failure to diagnose. 54 Unfortunately, there is a lack of a national registry in which both clinicians and the public report complications associated with slings. The discrepancies in reported complications make it difficult to determine specific reasons for a product's removal from the market. Additionally, because of the varying number of consumer complaints for each of the slings, it is unlikely that the products were discontinued solely based on the volume of complaints. It is probable that legal actions against the manufacturers also heavily influenced the removal of these products from the market.
The Gynecare TVT and the SPARC have been examined in the majority of studies. The results of these studies indicate that the two slings vary slightly in terms of reported side effects but are highly similar in terms of efficacy and positive patient outcomes. [24] [25] [26] [27] [28] Studies revealed that the Gynecare TVT and the SPARC had similar outcomes in terms of lower urinary tract symptoms, bladder perforation, blood loss, hesitancy, urgency, postoperative incontinence, acute urinary retention, and objective cure rates. [24] [25] [26] [27] [28] The Gynecare TVT has also been compared to the Advantage, the Align, and the Lynx. [21] [22] [23] Results of the comparison studies show that there were no significant differences in terms of side effects or subjective patient outcomes across the different kits, although users of the Gynecare TVT did report a higher likelihood of postoperative voiding dysfunction than did users of the Lynx. 23 Reported studies on the Advantage, the Align, and the Lynx indicate comparable outcomes to the Gynecare TVT but are limited and hence make it difficult to draw any conclusions on efficacy. Outcomes on the RetroArc, the Desara, and the Supris sling kits have not yet been reported. It is likely that patient factors, such as the patient's anatomy and prior surgeries, also influence outcomes of each sling procedure. However, most studies have not controlled for pre-existing patient conditions when comparing outcomes of the different sling procedures. More research is needed to determine which sling may be superior in terms of safety and efficiency for patients with certain pre-existing medical conditions.
Results of a comprehensive literature search revealed 38 studies that reported on retropubic sling kits during the last 19 years. Of note, six of the 38 research studies were supported by the industry. Ethicon claimed interest in all six studies, and American Medical Systems had interest in three of the six studies. 18, 22, 24, 29, 39, 52 Coloplast and Boston Scientific each declared interest in one of the research studies. 18, 52 Given that Ethicon is the first manufacturer of the retropubic sling kit and the company is a subsidiary of Johnson and Johnson, it is not surprising that the company has strong research support. It remains speculative if other manufacturers may advance in research and have the volume of support equal to Ethicon. In other words, there is insufficient research on each sling kit to significantly determine which sling is superior in terms of patient acceptability, side effects, and treatment outcomes. Given the lack of supporting literature for the efficacy of one particular brand of sling kit over another, researchers may wish to conduct further testing of each kit in comparison to others to help surgeons decide which kit may be most beneficial for their patients. However, for now, the particular sling kit used in surgery is best determined by the medical provider's preference, training, and past experience.
One limitation of the current review is that the manufacturer's websites did not provide pricing for each sling kit. We contacted each manufacturer to obtain prices by telephone; however, we were informed that the variations in cost depend on several factors, including the location and the type of institution to which the products are being sold, the volume of products purchased, and the terms of the contract that the manufacturer has with the buyer. Therefore, because of the inability to obtain consistent prices for the sling kits, we were not able to include cost as a factor in our analysis. Given the rising costs of health care, it is likely that medical providers will take cost into consideration when selecting which sling kit procedure to perform on their patients. Another limitation is that the manufacturer's websites did not provide the reasons, such as quality of the synthetic material, the supporting material, the costs, or the legal issues, for the withdrawal of the sling kits (Table 2 ). 
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Transvaginal retropubic sling systems Additionally, this review focused solely on retropubic sling kits. Several larger studies have been conducted to compare TVT and TOT sling kits. 12, 18, 55 It may be of interest to conduct a similar review to focus on TOT sling kit systems. Despite these limitations, the current study provides insight into common side effects and outcomes associated with each sling kit brand, and this review may assist medical providers in making appropriate treatment choices for patients.
In summary, there are currently eight retropubic sling kits being manufactured to treat SUI. Since 1995, the Gynecare TVT has been the most widely used and has had the most references found in the literature. 9, 20 The SPARC has a similar structure and similar treatment outcomes as the Gynecare TVT; however, the two slings vary with regard to side effects. [24] [25] [26] [27] [28] Users of the Gynecare TVT have reported greater instances of a decreased urinary stream than have users of the SPARC, whereas users of the SPARC have reported more instances of acute urinary retention than have users of Gynecare TVT. The two kits have good objective and subjective cure rates ranging from 77% to 92% for the Gynecare TVT and from 52% to 90.4% for the SPARC.
Each reviewed sling kit has positive and negative outcomes. Although the Gynecare TVT is the most studied and has the longest history, it is not necessarily the best retropubic sling system to treat SUI. More comprehensive research is needed to compare specific brands of sling kits, but the information provided in this review could be used to help health care providers make more informed decisions regarding patient care.
Conclusion
In this review, we examined side effects, treatment outcomes, and patient acceptability of suburethral retropubic slings, which are currently the gold standard for surgical treatment of SUI. An extensive review of the literature revealed that despite a 2008 FDA warning about complications linked to mesh material used in certain retropubic slings, the retropubic tension-free suburethral sling kit procedure is still considered to be the first-line treatment for SUI. 10 The Gynecare TVT has been the most widely used and best researched procedure since its invention in 1995. Given that there is a disproportionate amount of literature on each type of sling kit, it is difficult to make valid comparisons between the different brands. Therefore, at this time, the decision regarding which sling system to use depends on the surgeon's past experience, training, and preference. Patients are not being provided with options regarding the sling system used to treat their incontinence symptoms. Further research in this area, including a cost analysis, is encouraged in order to provide patients and physicians with more information regarding which sling kit may be best suited for each individual.
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